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Proteomics by mass spectrometry technology is widely
used for identifying and quantifying peptides and proteins.
The breadth and sensitivity of peptide detection have
been advanced by the advent of data-independent acqui-
sition mass spectrometry. Analysis of such data, however,
is challenging due to the complexity of fragment ion spec-
tra that have contributions from multiple co-eluting pre-
cursor ions. We present SWATHProphet software that
identifies and quantifies peptide fragment ion traces in
data-independent acquisition data, provides accurate
probabilities to ensure results are correct, and automati-
cally detects and removes contributions to quantitation
originating from interfering precursor ions. Integration in
the widely used open source Trans-Proteomic Pipeline
facilitates subsequent analyses such as combining re-
sults of multiple data sets together for improved discrim-
ination using iProphet and inferring sample proteins using
ProteinProphet. This novel development should greatly
help make data-independent acquisition mass spectrom-
etry accessible to large numbers of users. Molecular &
Cellular Proteomics 14: 10.1074/mcp.O114.044917, 1411–
1418, 2015.

Mass spectrometry is widely used to identify and quantify
protein samples. Proteins are typically cleaved into peptides
(either enzymatically or chemically), separated by at least
one-dimensional fractionation (e.g. liquid chromatography),
and collisionally fragmented, and fragment ions are detected
by their unique m/z values in a mass spectrometer (1). Data-
dependent acquisition (shotgun) selects individual precursor
ions for fragmentation and is limited in its ability to consis-
tently detect large numbers of peptides, particularly those of

lower intensity, in samples (2). In contrast, selective reaction
monitoring (SRM)1 is a targeted approach in which known
precursor and a set of fragment ions are monitored over time
upon selection by mass filters in a triple quadrupole instru-
ment. The selected fragment ions in conjunction with the
parent ion constitute a highly sensitive molecular assay spe-
cific for a precursor ion of interest. Although this strategy has
been successfully applied for a large number of biological
studies, it is limited by low throughput.

An alternative approach, data-independent acquisition
(DIA), aims to overcome the low throughput limitation of SRM
while maintaining full quantitative analyses. It selects all ions
within a sliding m/z precursor window for fragmentation (3–7)
and effectively creates a digital record of the complete pep-
tide contents of the sample. Its increased sensitivity, however,
is limited by the challenge of interpreting fragment ion spectra
generated from multiple precursors. This can be done by
spectral deconvolution followed by database search (1, 8) or
by query of the data with preselected fragment ions in a
spectral library in a manner similar to targeted approaches
such as SRM (3).

Software packages currently available for targeted analysis
of DIA MS data with precursor ion assays contained within a
spectral library include PeakViewTM from (Sciex, Framingham,
MA), for data generated on a TripleTOF mass spectrometer.
The proprietary Spectronaut (Biognosys AG, Zurich, Switzer-
land) and open source OpenSWATH software (9) are adapta-
tions of the mProphet software suite (10) originally designed
for SRM data, and the widely used SRM software Skyline (11)
now also incorporates mProphet software to handle DIA MS
data. None of these available programs, however, provide
validation of results with computed probabilities or detection
and removal of fragment ion interferences that give rise to
inaccurate quantitation and decreased sensitivity.

Here we present SWATHProphet software that performs
these functions in conjunction with a high quality spectral
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library. SWATHProphet validates results with accurate prob-
abilities of being correct. These probabilities serve as input to
downstream analyses in the highly developed Trans-Pro-
teomic Pipeline (TPP) (12), such as combining together results
of multiple runs for improved discrimination with iProphet (13)
and inferring sample proteins with ProteinProphet (14). In
addition, SWATHProphet uses these probabilities to help
cope with complex spectra by automatically detecting frag-
ment ion interferences and removing them in silico to yield
accurate quantitation and adjusted probabilities.

EXPERIMENT PROCEDURES

Sample Preparation—Urine from a healthy human donor was de-
salted using a HiPrep 26/10 column (GE Healthcare) and concen-
trated by Savant centrifugal lyophilization. The sample was resolubi-
lized in water, and the protein amount was then determined by the
BCA assay (Thermo Fisher Scientific). The sample was diluted to 1
mg/ml, reduced with 10 mM DTT (Sigma) for 25 min at 56 °C, alkylated
with 14 mM iodoacetamide (Sigma) for 30 min in the dark at room
temperature, and digested overnight with a 1:100 ratio of trypsin
(Promega) at 37 °C. Digestion was stopped by lowering the pH below
2, and the peptides were purified using solid phase extraction (Wa-
ters). 1055 individually synthesized, heavy C-terminally labeled crude
peptides representing Mycobacterium tuberculosis proteins were
pooled and sequentially diluted 1:1 with 0.1% (v/v) formic acid or 1
mg/ml digested urine to a final dilution of 1:256.

Chromatography—The peptide samples were analyzed using the
Eksigent ekspertTM nano-LC 425 system combined with the cHiPLC®
system in Trap-Elute mode. The sample was first loaded on the
cHiPLC trap (200 � 500 �m, ChromXP C18-CL, 3 �m, 120 Å) and
washed for 10 min at 2 �l/min. Then a linear elution gradient of
3–35% (v/v) acetonitrile (0.1% (v/v) formic acid) in 120 min was
used on a nano-cHiPLC column (75 �m � 15 cm, ChromXP C18-
CL, 3 �m, 120 Å).

Mass Spectrometry—Peptides eluting from the cHiPLC column
were analyzed using the Nanospray-III® source on a TripleTOF®
5600� system (Sciex, Framingham, MA). To generate spectral librar-
ies for SWATH analysis, the data were acquired in data-dependent
mode. The mass spectrometric parameters were collected in the
range of 100–2000 Th for 250 ms for MS1 spectra. Then the 20 most
intense precursors in the mass range of 400–1250 Th with a charge
state between 2� and 4� were selected for fragmentation with a
rolling collision energy and a collision energy spread of �15V, and the
resultant MS/MS fragment spectra were collected in the range of
100–2000 Th for 200 ms.

For DIA acquisition, an MS/MSALL with SWATHTM acquisition
method was used where Q1 was scanned from 350 to 1200 Th, and
MS/MS was acquired from 300 to 1500 Th. The Q1 transmission
window was 27.56 Th wide (with a 1-Th overlap with the previous
window), and 32 steps were used with a 100-ms MS/MS accumula-
tion time on each for a total cycle time of 3.2 s. At the beginning of
each cycle, a survey scan from 200 to 1500 Th was acquired with an
accumulation time of 50 ms.

Spectral Library and DIA MS Assay Construction—Profile mode
.wiff files from data-dependent acquisition were centroided and con-
verted to .mzML format using msconvert of ProteoWizard version
3.0.4806 (15) selecting the manufacturer’s peak picking algorithm for
all spectra as the only filter (see supplemental information and Fig.
S1). The raw data were searched with X!Tandem (16) against either
the sequences of synthetic peptides or the UniProt human varsplit
database of March 2012 supplemented with common contaminant
proteins and decoy sequences. Carbamidomethylation of cysteines

was set as a fixed modification, and oxidation on methionines, a
heavy lysine (�8.014199 Da), and arginine (�10.008269 Da) were set
as variable modifications. Up to two missed cleavages were allowed.
The precursor and fragment ion accuracy was set to 300 and 30 ppm,
respectively. Search results were statistically analyzed with TPP v4.6
OCCUPY Revision 3, Build 201307251325 (Linux) using PeptidePro-
phet (17) and iProphet.

A raw spectral library was built based on the identifications and
filtered for a false discovery rate (FDR) of 1% using SpectraST (18). A
consensus spectrum was constructed from all the redundant spectra
acquired for each precursor. Targeted DIA MS assays were con-
structed based on all the b and y ions annotated in the consensus
spectrum with a charge state of 1 or 2. The retention times of all
precursors were normalized using the median of the spectra with the
highest number of assigned fragment ions.

RESULTS

SWATHProphet software was designed to analyze DIA MS
data with precursor ion assays of a spectral library. A high
quality spectral library contains a signature set of fragment
ions for each precursor with expected relative peak intensi-
ties, including relative isotopic peak intensities, and retention
time. Traces for library assay fragment ions are extracted
within the specified mass tolerance from MS2 scans of the
appropriate precursor window, including several individual
isotope peaks that are combined into a correlation score trace
of observed versus predicted relative intensities. Also ex-
tracted are traces for the parent ion and maximum intensity
m/z values. Peak groups or groups of co-eluting peaks in the
extracted ion traces are identified and assigned several
scores as described (10). These include the intensity correla-
tion with library (comparison between observed and predicted
fragment ion peak intensities), co-elution (uniformity of frag-
ment ion elution times), shape (uniformity of fragment ion
peak shapes), and retention time difference (between ob-
served and expected normalized times). Scores added to
SWATHProphet to take advantage of DIA MS data include the
uniformity of peak shape and elution time between parent and
fragment ions, correlation of observed and expected isotope
peak intensities, and difference between observed and ex-
pected fragment m/z values (see supplemental information).

Data analysis proceeds in two phases. In the first, spectral
library-normalized retention time values are converted to re-
tention times in the current run by linear regression between
the library values and the observed retention times of a set of
designated “normalization peptides” that are present in the
sample and analyzed on their own (19). In the second phase,
the traces of all precursor assays in the library are extracted
within a specified time tolerance centered on their expected
retention time in the current run. Results are sets of peak
groups with accompanying retention times and score values
corresponding to each library assay. Analysis is performed
independently in each precursor window.

Automated Validation of Identified Peak Groups—Peak
groups that are correctly assigned to their library assay are
identified based on their score values. Discriminant function

SWATHProphet Analysis of Data-independent Acquisition MS

1412 Molecular & Cellular Proteomics 14.5

http://www.mcponline.org/cgi/content/full/O114.044917/DC1
http://www.mcponline.org/cgi/content/full/O114.044917/DC1
http://www.mcponline.org/cgi/content/full/O114.044917/DC1


analysis is used to combine together 13 scores in a linear
combination into a single discriminant score optimized for
each run as described previously (10). This is done with the
help of known incorrect results generated for decoy library
assays corresponding to precursors known not to be present
in the sample. These are created by randomizing or reversing
target assay peptide sequences followed by a single amino
acid substitution that preserves the precursor window of the
target. This assures that decoys have a different precursor
m/z from the target because that value is the basis for several
peak group scores. Decoys were shown to behave similarly to
non-decoy incorrect results with respect to their peak group
score values (see supplemental information).

Probabilities that peak groups are correct identifications are
computed based on their discriminant score value. The dis-
criminant score distribution of the data set is partitioned into
contributions from correct and incorrect results by expecta-
tion-maximization (20) using the decoys to define the distri-
bution among incorrect results. The learned distributions are
then used to compute probabilities that a result with a partic-
ular discriminant score is correctly assigned to its library
precursor. These probabilities can be used to sort and filter
the data to achieve a desired estimated FDR. Only the top
ranking peak group of each library assay (that with the highest
discriminant score) is subjected to validation.

The accuracy of SWATHProphet-computed probabilities
was assessed using DIA MS data generated from a control
data set of 1055 M. tuberculosis synthetic peptides spiked
into either neat or human urine backgrounds at dilutions rang-
ing from 1:1 to 1:256 (three replicates each). SWATHProphet
was used to analyze these data with an assay library contain-
ing the spiked-in peptides (1316 precursor assays), 1001
human urine peptides (1092 precursor assays), 2556 assays
of M. tuberculosis synthetic peptides not present in the sam-
ple (“target false positives”), and decoys (see supplemental
information). Using the target false positive peak groups as
known incorrect results, the computed probabilities were de-
termined to be accurate for the control data set samples (Fig.

1A). Good discrimination of the computed probabilities was
demonstrated by 100% of the objectively identified true pos-
itive results in the 1:1 human urine background samples (see
supplemental information) being identified at 1% estimated
FDR.

Combining SWATHProphet Results of Multiple Runs and
Protein Inference—Accurate SWATHProphet probabilities
can serve as input to downstream analyses in the highly
developed TPP that apply both to DIA and shotgun MS results
(see supplemental information and Fig. S4). The iProphet
software component in the TPP combines shotgun search
results together from multiple search engines, replicates, and
samples. It can increase the number of overall identifications
by modeling information available in the pooled data and
adjusting probabilities accordingly. iProphet code in the TPP
was modified to combine together SWATHProphet DIA MS
results for multiple replicates and samples using applicable
models such as the numbers of replicates with the same
result, the numbers of identified peptides with alternative
modifications, and the numbers of other identified peptides
corresponding to the same protein. In addition, it includes two
new models specific for DIA results: normalized retention time
difference between results for alternative precursor charges of
the same peptide within a run and alternative precursor win-
dows of the same library assay within a run. The latter applies
to assays with precursor m/z values falling in the overlap
range of two adjacent precursor windows. These two models
rely on the expectation that correct peak groups correspond-
ing to a single peptide regardless of charge or precursor
window should have similar retention times.

iProphet was run on the entire combined dilution series in
both the neat and human urine backgrounds. Fig. 1B shows
that the discrimination based on the iProphet-adjusted prob-
abilities was improved, resulting in greater numbers of iden-
tified precursors at a fixed FDR. For example, 14% more
identifications (4612 added to 33,374) were obtained at 0%
estimated FDR, including an additional 1% unique peptides
(22 added to 2163). Noteworthy is how the identifications of

FIG. 1. Accuracy and discrimination of computed probabilities. A, computed probabilities are plotted versus actual values averaged over
dilution series samples. Actual numbers of correct results are based on counts of target false positives. B, increased discrimination of
probabilities and numbers of identifications after iProphet analysis of combined data. Error bars represent S.E.
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dilute synthetic peptides in human urine background samples
are helped, their probabilities boosted by iProphet alignment
with results of samples in which they are more concentrated
(Table S1). This demonstrates how combining together
SWATHProphet results of multiple replicates and samples
can be leveraged to increase the number of identifications.

ProteinProphet infers protein contents in a sample based
on the probabilities of identified peptides being correct. Al-
though originally designed for shotgun data, it can be applied
to SWATHProphet results in a straightforward manner. It will
potentially be most helpful in the case of borderline identifi-
cations of library assays and for use with whole proteome
libraries that contain multiple peptides for each protein. The
iProphet results for the control data set dilution series were
analyzed by ProteinProphet. At 0% estimated FDR, 278 of
the 283 human urine proteins represented in the spectral
library and 290 of the 294 M. tuberculosis proteins (corre-
sponding to the spiked-in peptides) were identified.

Detection and Removal of Fragment Ion Interferences—A
challenge to DIA MS data analysis is that combined fragmen-
tation of many precursors can hamper the ability to detect and
quantify any single precursor. This happens when two co-
eluting sample precursors in the same precursor window
share one or more of their library assay fragment ion m/z
values within the mass tolerance of the instrument. Such
fragment ion interferences can result in excess peak area
quantitation contributed by the interfering precursor, lower
intensity correlation with library, peak shape, and co-elution
scores as well as computed probability. The number of inter-
ferences can be reduced by use of experimental designs with
narrow precursor windows (7) or by selection of library assay
fragment ions predicted to be unique to their precursor ion

within a range of retention time using programs such as
SRMCollider (21). Interferences are nevertheless inevitable
because the chromatography and peptides in the sample,
including semitryptic and modified peptides, can vary from
run to run. In addition, it may not always be practical to use
only fragment ions predicted to be interference-free if they are
of low intensity.

SWATHProphet detects fragment ion interferences so
they can be removed either by reanalysis after their substi-
tution for non-interfering ions in the library or in silico by
adjustment of peak group quantitation, scores, and com-
puted probabilities. The latter is an important step toward
enabling quantitative comparisons among diverse samples
using standard library assays that may not be interference-
free in all. SWATHProphet automatically detects fragment ion
interferences in two different ways: intralibrary detection be-
tween two identified co-eluting library precursors and score-
based detection from any sample precursors, even those not
in the spectral library, based on peak group scores.

The intralibrary strategy detects interferences between
identified peak groups corresponding to two different library
precursors (Fig. 2A). Each identified peak group in a data set
is compared against all others in the same precursor window
that overlap in retention time to check whether they share any
library assay fragment ion m/z values within the specified
mass tolerance. If so, each fragment peak area in common to
both peak groups is apportioned based on the observed peak
group areas and library-predicted fragment ion intensities.
Finally, the strength of the interference is computed as the
sum of contributions to the observed XIC of a peak group
originating from the interfering peak group (see supplemental
information). Because the interference relationship is by na-

FIG. 2. Detection of fragment ion interferences. A, intralibrary detection of fragment ion interferences between two peak groups
corresponding to co-eluting precursors that have isobaric library assay fragment ions (a and y). The shared fragment ion trace is apportioned
to the two peak groups according to their predicted intensities. B, score-based detection of fragment ion interferences for peak groups with
high computed probabilities but low correlation of observed to library-predicted fragment ion intensities. The intensity correlation score is
greatly increased upon exclusion of fragment ion b that exhibits aberrant peak shape and elution time with respect to the other ions. A share
of the fragment ion trace is apportioned to the peak group according to its predicted intensity.
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ture bidirectional, both peak groups will be assigned their own
interference strength. In general, it is useful to require that
interfering peak groups have a high probability of correspond-
ing to their library precursor to ensure that the detected in-
terference is real. Intralibrary-detected interferences cannot
originate from precursor ions not present in the spectral li-
brary or from fragment ions of library peptides not themselves
included in the library assay.

The score-based strategy, unlike the intralibrary strategy,
can detect interferences arising from precursors or fragment
ions not present in the spectral library. It uses three peak
group scores that often indicate the presence of an interfering
fragment ion: intensity correlation with library, co-elution, and
shape (Fig. 2B). Peak groups with high probability but low
intensity correlation with library score are examined for pos-
sible interference resulting in the low score. The score is
recomputed in the absence of each fragment ion in turn or
pairs of fragment ions if necessary. If the score is sufficiently
increased in the absence of fragment ion(s) with poor co-
elution, peak shape, or background intensity with respect to
the others, then that ion(s) is inferred to have interference from
another unspecified precursor ion in the sample. The strength
of a detected interference, the sum of contributions to the
observed XIC of the peak group that originate from the inter-
fering precursor ion(s), is estimated from the library-predicted
fragment ion intensities (see supplemental information). Alter-
natively, if the intensity correlation score is substantially in-
creased in the absence of fragment ion(s) with normal co-
elution, peak shape, and background levels or if the
computed strength is below zero (indicating that the observed
fragment ion intensity is below rather than above that ex-
pected by the library), that ion(s) is flagged as having intensi-
ties differing from those in the library without evidence of
interference. Such cases can be used to correct the library-
predicted intensities for future analyses if warranted.

In the control human urine background sample data, 5 and
24% of the 8423 high confidence peak groups had intralibrary
and score-based strategy-detected interferences, respec-
tively, whereas 2% of the high confidence peak groups had
both types (Fig. 3A). Many of the intralibrary-detected inter-
ferences were of low strength and hence could not be de-
tected on the basis of a significant increase in the intensity
correlation score. The great majority of score-based strategy-
detected interferences were not detected by the intralibrary
strategy and hence are inferred to be due to peptides or frag-
ment ions not present in the spectral library. This number would
likely be reduced by use of a more comprehensive library. 3.7%
of high confidence peak groups (312) had detected interfer-
ences with strengths of 0.4 or greater, indicating observed XIC
values inflated by 40% or more due to the interfering precursor
ion(s). Manual examination of fragment ion traces from 750 high
confidence sample peak groups in the human urine background
(250 in each control data set 1:1, 1:4, and 1:16 sample dilutions)
suggests that �80% of all interferences were detected by either
the intralibrary or score-based strategy.

The true XIC of a peak group with detected fragment ion
interference should be equal to its observed inflated value
multiplied by (1 � interference strength). To validate that this
is true and hence that the reported interference strengths are
indeed accurate, it is necessary to independently determine
the true XIC for synthetic peptide peak groups with detected
interference. This is achieved by examining peak groups in the
human urine background samples corresponding to M. tuber-
culosis synthetic peptides that have detected interference
from a human urine peptide. Because the corresponding M.
tuberculosis synthetic peptide peak groups in the neat back-
ground samples do not have interference from urine peptides,
their true XIC values are equal to their observed XIC and can
be used to infer the true XIC of the peak groups in the urine
background samples. This is done by normalizing to the XIC

FIG. 3. Strengths of detected interferences. A, frequencies of intralibrary and score-based strategy-detected fragment ion interferences
of the indicated strengths (fraction of observed XIC) in human urine background sample peak groups filtered at an estimated 1% FDR. B,
accuracy of reported strengths of interferences of M. tuberculosis precursor ions by human urine peptides in the control data set samples.
Reported interference strengths are plotted against their true values as computed based on the XIC of corresponding peak groups lacking the
interference in the neat background samples.
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value obtained by excluding the fragment ion(s) with interfer-
ence, XIC�inf. The true interference strength of an M. tuber-
culosis synthetic peptide peak group in a human urine back-
ground sample, the fraction of its XIC contributed by the
interfering fragment ions, is then given by Equation 1.

Interference Strengthtrue
U �

XICobs
U � XICtrue

U

XICobs
U �

XICobs
U �

XIC�inf
U XICobs

N

XIC�inf
N

XICobs
U

where XICU and XICN are the XIC of the corresponding peak
groups in the human urine and neat background samples,
respectively. M. tuberculosis synthetic peptide peak groups
with detected intralibrary interference from a human urine
peptide were recognized in the urine background samples,
filtered for an estimated 1% FDR, based on a reported inter-
fering human urine peptide with a probability of 0.9 or greater
of being a correct identification. Because the interfering pep-
tide is unknown in the case of score-based interferences,
those from a human urine peptide were inferred on the basis
of that interference not being detected in the corresponding
M. tuberculosis synthetic peptide peak group in the neat
background sample. In all cases, corresponding M. tubercu-
losis synthetic peptide peak groups in the human urine and

neat background samples were identified based on their nor-
malized retention times falling within 0.5 min of each other.
Fig. 3B shows that good agreement was observed between
the true and reported interference strengths over a wide range
of values for both intralibrary and score-based strategy-de-
tected interferences. The reported interference strengths are
therefore accurate measures of the fraction of observed XIC
contributed by interfering precursor ion(s).

Once interferences are detected, they can be removed in
silico by adjustment to quantitation and probability values.
Quantitation can be adjusted using the reported interference
strength, specifically by multiplying the observed XIC by (1 �

interference strength). Accurate quantitation is thereby
achieved even for precursor ions that encounter interfering
fragment ions in a particular sample. The interference contri-
bution to each shared fragment ion peak area can furthermore
be removed, and the intensity correlation with library score
can be recomputed. Because this score contributes to the
discriminant score with known weight, the increase upon
removal of interference can be translated into an increase in
discriminant score and, using the peak group validation
model, to an increase in probability. Fig. 4 shows examples of

FIG. 4. In silico removal of detected fragment ion interferences. Shown on the left are peak groups corresponding to 2� peptide
GGIQFADTR* in the 1:4 dilution sample in the urine background with intralibrary-detected y4_1 fragment ion interference from the y4_1
fragment ion of 2� human peptide VVVDVSHEDPEVK (see arrow) and in the neat background with no interference. Shown on the right are peak
groups corresponding to 2� peptide MYGTAPIPR* in the urine background with score-based strategy-detected b4_1 fragment ion interference
(see arrow) and in the neat background with no interference. In silico removal of the detected interferences involves adjusting the peak group
XIC to remove the contribution from the interfering precursor ion(s), the reported interference strength, and the probability value to reflect the
increase in intensity correlation score (red font).
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M. tuberculosis synthetic peptide peak groups in the human
urine background samples with detected intralibrary and
score-based interferences from urine peptides. In silico re-
moval of the interferences confers adjusted XIC, intensity
correlation score, and probability values that more closely
match those of corresponding peak groups lacking the inter-
ference in the neat background samples. For example, the
true XIC of the MYGTAPIPR* 2� peak group with a score-
based strategy-detected interference of strength 0.49, its ob-
served inflated XIC multiplied by (1 � 0.49), can be compared
directly with quantitation values in other samples, including
neat background samples that have no interference. Its prob-
ability was furthermore increased from 0.82 to 1 following
removal of the interference, enabling its identification at a
lower estimated FDR.

DISCUSSION

We have demonstrated that SWATHProphet analyzes DIA
MS data in an automated manner, providing validation that
identified peak groups correspond to their library precursor
assays with accurate computed probabilities. SWATHProphet
results and their computed probabilities are converted to a
standard format pepXML file where they can leverage the
strength of the widely used open source analysis components
of the TPP (12). The iProphet software component can be
used to combine together results of multiple replicates and
samples with improved discrimination, and ProteinProphet
can be used to infer sample proteins with computed proba-
bilities. These important steps are currently not possible with
other targeted analysis software for DIA data. Conversion of
SWATHProphet results to pepXML and protXML standard
data formats will generally facilitate subsequent analysis of
targeted DIA MS data using a wide variety of other tools being
made available.

The improved discrimination and hence numbers of identi-
fications obtained upon combining together multiple repli-
cates and sample runs with iProphet will have great benefit for
obtaining quantitative results of peptides across multiple con-
ditions. In such cases, samples with strong identifications will
facilitate identifications in other samples in which the peptides
are less abundant, thereby enabling accurate quantitation
values in all samples. ProteinProphet results will be used in
the future to combine quantitation of peptides to the protein
level for comparison among samples and identification of
outlier peptides.

SWATHProphet detects and reports fragment ion interfer-
ences, enabling one to modify the spectral library to avoid the
interferences upon reanalysis. Most importantly, the software
automatically removes the detected interferences in silico,
conferring accurate quantitation, scores, and probabilities.
This robust analysis facilitates the use of standard library
assays to compare peptide quantitation in a wide variety of
samples, including those that by chance encounter interfering
fragment ions. Adjustment to probability values upon removal

of the detected interference enables improved sensitivity of
detecting peptides.

Using this software one can compile statistics on the fre-
quency and strengths of detected interferences. This informa-
tion can be used to evaluate different spectral libraries and
experimental parameters for their effects on the numbers of
fragment ion interferences encountered. We report here for
the first time the frequency of detected fragment ion interfer-
ences in a DIA MS data set. In the future, it will be interesting
to compare that with the frequencies observed in analyses of
more complex samples.

The spectral library plays a critical role in targeted analysis
of DIA MS data. Accurate predicted fragment ion peak inten-
sities and normalized retention times aid in the identification
and validation of peak groups assigned to precursor ions as
well as to the detection and removal of fragment ion interfer-
ences. Methods to derive accurate predicted fragment ion
peak intensities for DIA MS spectral library assays are being
developed and released to the public for broad dissemination.
Because SWATHProphet analysis documents discrepancies
between library and observed peak intensities, it can generally
be used to revise library values, if warranted, based on prop-
erties of high confidence results. The ability to provide
SWATHProphet as part of the existing and widely used Trans-
Proteomic Pipeline enables its rapid integration and broad
dissemination to users worldwide.

Software Availability and License—SWATHProphet is available at
tools.proteomecenter.org/software/SWATHProphet/and is released
under a dual license. For academic, non-commercial use of the
software, the GNU General Public License (GPLv3) open source
license may be used. Other users who wish to use SWATHProphet in
ways that are not compatible with open source licenses can contact
the authors at the Institute for Systems Biology for licensing.
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9. Röst, H. L., Rosenberger, G., Navarro, P., Gillet, L., Miladinović, S. M.,
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